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1. Introduction

Immunoassay based on specific recognition between
an antigen and a complementary antibody has be-
come an essential and reliable tool for clinical diag-
nosis and disease detection in recent years [1, 2]. A
large number of immunoassay readout techniques
have been developed in the past few decades, in-

cluding optical [3–6], electrical [7], and mass meas-
urement methods [8]. Among these techniques,
fluorescence-based immunoassay has been most
widely used; however, it suffers moderate sensitiv-
ity, concerns of photo-bleaching, and limited multi-
plex detection capability due to the broad fluores-
cence band [9]. As an alternative detection method,
a surface-enhanced Raman scattering (SERS) based
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We experimentally demonstrate an ultra-sensitive immu-
noassay biosensor using diatom biosilica with self-as-
sembled plasmonic nanoparticles. As the nature-created
photonic crystal structures, diatoms have been adopted to
enhance surface plasmon resonances of metal nanoparti-
cles on the surfaces of diatom frustules and to increase
the sensitivity of surface-enhanced Raman scattering
(SERS). In this study, a sandwich SERS immunoassay is
developed based on the hybrid plasmonic-biosilica nano-
structured materials that are functionalized with goat
anti-mouse IgG. Our experimental results show that
diatom frustules improve the detection limit of mouse
IgG to 10 pg/mL, which is ~100× better than conventional
colloidal SERS sensors on flat glass.

Ultra-sensitive immunoassay biosensor using diatom bio-
silica with self-assembled plasmonic nanoparticles.
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immunoassay was first reported in 1989 by Tarcha
et al. [10]. Since then, SERS has attracted signifi-
cant research interest due to its high detection sen-
sitivity [11, 12], narrow spectral bandwidth for mul-
tiplex detection [13–15], immunity to photo-bleach-
ing [16], and fingerprint information of various mo-
lecules. Typically, SERS-based immunoassays are
implemented on colloidal gold nanoparticles (Au
NPs) or silver nanoparticles (Ag NPs) that are
coated on flat glass substrates. Although inexpen-
sive and easy to be functionalized, the sensitivity of
such simple chemically-prepared sensors cannot
meet the stringent requirement of many biomedical
applications.

In recent years, rationally designed optical bio-
sensors [17–20] have demonstrated unprecedented
detection sensitivity, reproducibility, reliability, and
specificity compared with conventional colloidal
plasmonic sensors. For example, photonic crystals
[21, 22] can increase the local field intensities and
lead to additional Raman enhancement to improve
the detection limit. However, the high cost of fabri-
cating nanophotonic devices and the difficulty of
coupling light into rationally designed nanosensors
have prohibited their applications in point-of-care
testing and as disposable sensors. Fortunately,
Mother Nature provides many resources of photo-
nic-crystal-like materials without using complex and
expensive nanofabrication techniques. Diatom frus-
tules possess hierarchical nano-scale features consist-
ing of two dimensional (2-D) periodic pores. Our
previous studies proved that such unique photonic
crystal features are capable of enhancing localized
surface-plasmon resonances of self-assembled metal
NPs on the surface of diatom frustules, which will
significantly enhance the Raman signals of the mole-
cules adsorbed to the nanoparticle surfaces [23].

In this paper, we exploit the enhanced SERS
sensitivity of the hybrid plasmonic-biosilica nano-
structured materials to detect the immune reactions
between antigens and antibodies. We developed a
novel SERS-based sandwich immunoassay using
hybrid plasmonic-biosilica nanostructured materials.
In this immunoassay, Ag NPs were self-assembled
onto the diatom frustules and then functionalized
with model antibody – goat anti-mouse IgG. The
selectivity to detect specific antigens were tested by
challenging the immunoassay sensors with comple-
mentary antigen (mouse IgG) and non-comlemen-
tary antigen (human IgG), respectively. Finally, we
quantitatively compared the detection limit of the
SERS immunoassays on diatom biosilica and on
glass substrates. The contribution of diatom frus-
tules to the enhanced sensitivity was verified by
the SERS mapping images. To the best of our
knowledge, this is the first report of a SERS-based
immunoassay sensor based on photonic crystal plat-
forms.

2. Experimental

2.1 Reagents

The antibody (goat anti-mouse IgG) and antigens
(mouse IgG and human IgG) utilized for the sand-
wich assay were obtained from Pierce. Bovine serum
albumin (BSA), aminopropyltriethoxylsilane
(APTES) and 5,5′-dithiobis (2-nitrobenzoic acid)
(DTNB) were purchased from Sigma-aldrich. Hy-
drogen tetrachloroaurate (III) and silver nitrate
were purchased from Alfa Aesar. Trisodium citrate
was purchased from Macron chemicals. All chemi-
cals and materials used without further notice were
analytical grade and used as received. Deionized
(DI) water (18.1 MΩ cm) was used throughout the
experiment.

2.2 Preparation of diatom biosilica
substrates

Diatoms (Pinnularia sp.) were prepared by tradi-
tional microbiological cultivation [24]. The diatoms
were harvested and cleaned by hydrogen peroxide
and hydrogen chloride in order to remove organic
materials in diatoms. The diatoms were then
weighed and redispersed in ethanol at a concentra-
tion of 0.1 mg/mL. Glass slides were cleaned in an
ultrasonic bath with DI water and ethanol respec-
tively, each for 10 min. The glass slides were then
coated with 200 μL of diatom ethanol solution. After
drying, the glass slides decorated with diatom frus-
tules were loaded into an annealing furnace and an-
nealed at 450 °C for 1 h to improve the adhesion of
diatom frustules on glass slides, as shown in Figure 1.
After that, the prepared substrates were ready for
future functionalization after cooling down.

2.3 Preparation of SERS-active immune
substrate

The characteristic features of diatom frustules are
the bio-mineralized cell walls, which consist of amor-
phous silica. Diatom frustules can be easily functio-
nalized with metal NPs and biomolecules, and there-
fore replace the role of glass slides in immunoassay
with additional SERS enhancement factors. The sur-
face silanol groups on diatom frustules were first
functionalized with amine groups by APTES, as
shown in Figure 1. Briefly, the glass substrates with
diatom frustules were immersed into 50.0 mL anhy-
drous ethanol, and 50 μL of APTES solution was
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added into the ethanol solution. The reaction was
heated to 50 °C for 1 h. The substrates were then
rinsed with ethanol and DI water three times to re-
move excessive APTES. Ag NPs were synthesized
according to the method reported by Lee and Meisel
with a surface plasmon resonance (SPR) peak at
405 nm [25], as shown in Figure S1. In our design,
Ag NPs have two roles: one is to provide fundamental
SERS enhancement; the other one is to serve as the
substrates for antibody attachment. The Ag NPs
were self-assembled onto the surfaces of diatoms by
immersing the glass slides with diatoms into 30 mL
of Ag NP solution for 1 h. Ag NPs were self-as-
sembled onto the surfaces of the positive-charge-
modified diatom frustules and the surrounding glass
slides by electrostatic interactions. After being rinsed
with DI water three times, the substrates with self-
assembled Ag NPs were functionalized with anti-
body. Briefly, 20 μL of goat anti-mouse IgG (1 mg/
mL in phosphate buffered saline (PBS)) were pi-
petted onto the substrates and incubated at 4 °C in a
moist chamber for overnight allowing the adsorption
of proteins onto Ag NPs through thiol groups as well
as ionic, hydrophilic and hydrophobic interactions
[26]. Then the antibody-functionalized substrate was
rinsed with DI water to remove unadsorbed anti-
body molecules and dried by gentle nitrogen gas. To
reduce the non-specific binding of the immunoassay,
the nonspecific adsorption sites on the surfaces of
Ag NPs were blocked with BSA solution (20 μL of
3% BSA in PBS) for 2 h at room temperature. The
substrates were then thoroughly rinsed with DI
water and dried by gentle nitrogen gas. The anti-
body immobilized diatom substrates were stored at
4 °C for future test.

2.4 Preparation of the DTNB-labeled
immuno-Au NPs

Au NPs were synthesized according to the method
reported by Lee and Meisel [25] with a SPR peak at
523 nm as shown in Figure S2. The DTNB-labeled
Au NPs were prepared by adding 10 μL of DTNB
ethanol solution (1 mM) to 1 mL of raw Au NPs and
incubated under continuous stirring at 100 rpm for
overnight. DTNB, a strongly Raman-active reporter,
was used to label Au NPs and introduce Raman sig-
nals. During the interaction with Au NPs, a DTNB
molecule was bisected into two TNB molecules,
which were spontaneously adsorbed onto the sur-
faces of Au NPs via the thiol groups of TNB mole-
cules. The DTNB labeled Au NPs were then centri-
fuged at 9,000 rpm for 25 min two times to remove
the residual DTNB molecules. The supernatant was
discarded and the sediment was finally re-suspended
in 1 mL diluted PBS (mixture of 200 μL of PBS and
800 μL of DI water). The color of Au NPs turned
from wine red to navy blue indicating the formation
of Au NPs aggregates. The SPR peak of Au NPs red
shifted from 523 nm to 540 nm (Figure S2), which
also confirmed the formation of Au NP aggregates.
When compared with mono-dispersed Au NPs, Au
NP aggregates functionalized with antibodies and
Raman reporters were introduced to provide stron-
ger SERS enhancement [27]. To immobilize the
DTNB labeled Au NPs, 20 μL of goat-anti mouse
IgG (1 mg/mL) was added into the Au NPs and then
incubated at room temperature for 1 h. The anti-
body-functionalized Au NPs were collected by cen-
trifugation at 7,000 rpm for 20 min. The sediment

Figure 1 Schematic diagram of the
SERS immunoassay using diatom
biosilica with self-assembled Ag
NPs.
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was re-suspended in 1 mL of DI water. Then the
DTNB-labeled immuno-Au NPs were blocked by
BSA (30 μL of 3% BSA in PBS) to shield the un-
conjugated sites on Au NPs and incubated at room
temperature for another 1 h. Finally, the DTNB-la-
beled immuno-Au NPs were centrifuged and re-sus-
pended in 1 mL of DI water. The prepared DTNB-
labeled immuno-Au NPs were preserved at 4 °C be-
fore being used.

2.5 Immunoassay protocol

Our SERS-based immunoassay biosensing proce-
dure is similar to a standard sandwich protocol of
the enzyme-linked immunosorbent assay (ELISA),
as shown in Figure 1. Typically, 20 μL of antigen
were pipetted onto each spot with immobilized goat
anti-mouse IgG antibody on the SERS-active im-
mune substrate that is prepared in Section 2.3. The
immobilization of the antigen was visualized by in-
troducing Fluorescein isothiocyanate (FITC)-labeled
mouse IgG as shown in Figure S3. To test the speci-
ficity of the immuno-complex, the hybrid plasmonic-
biosilica, which is functionalized by goat anti-mouse
IgG, was challenged by complementary mouse IgG
and no-complementary human IgG. After 2 h im-
mune recognition at room temperature, the substrate
was rinsed with DI water, and dried by gentle nitro-
gen gas. 20 μL of DTNB-labeled immuno-Au NPs
prepared in section 2.4 were pipetted onto each anti-
gen immobilized spot and incubated at room tem-
perature for 1 h. Finally, the immunoassay was rinsed
with DI water thoroughly, and dried by gentle nitro-
gen gas for future Raman spectra and mapping test.

2.6 Instrumentation

Bare diatom frustules, Ag NPs self-assembled dia-
tom frustules, and diatom frustule biosilica immu-
noassay with DTNB-labeled immune Au NPs were

imaged by scanning electronic microscopy (SEM).
The optical absorption spectra of Ag NPs, Au NPs
and DTNB-labeled immune Au NPs were character-
ized by UV-vis extinction spectroscopy. SERS meas-
urements including Raman line scans and maps were
acquired with a Horiba Jobin Yvon Lab Ram HR
800 Raman microscope. All the samples were ex-
cited with a 2.0 mW, 785 nm incident laser excitation
source through a 100 × (0.9 N.A.) objective lens,
which was manually focused to obtain the highest
Raman signal intensity. The laser spot size is 2 μm in
diameter. The confocal pinhole was set to a diameter
of 100 μm, which minimized the background signals
and maximized the sample signals that were col-
lected by a CCD camera with a 1200 lines mm–1

grating. Raman spectra were acquired with 1 s inte-
gration time in the Raman spectral range from
400 cm–1 to 2000 cm–1. Raman mapping images were
obtained with a 10 × 10 point mapping array. They
were collected using the DuoScan module, with a
3.0 μm step size, 100 s accumulation time, and col-
lected in the Raman spectral range from 1000 cm–1

to 1500 cm–1. Each spectrum was based on the aver-
age spectrum of 20 measurements of different spots
of 20 different diatoms for each sample. Spectra
were recorded and processed with Horiba LabSpec
5 data acquisition and analysis software, which was
used for spectra baseline subtraction.

3. Results and discussion

3.1 Characterization of hybrid plasmonic-
biosilica immunoassay

In this study, Pinnularia sp. was chosen as the model
diatom. The frustule of this specie possesses periodic
ordered array at two scales: a rectangular lattice of
200–400 nm pores at the sub-micron scale and a con-
centric array of fine features lining the base of each
pore at sub-100 nm scale [24]. The SEM images pre-
sented in Figure 2A and B show a representative

Figure 2 SEM images of a single
diatom frustule and its fine fea-
tures.
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diatom frustule and its fine features, respectively.
The length of the diatom frustule is around 15–
20 μm. Diatom frustules also exhibit unique plum
flower shaped sub-pores with diameters from 50 nm
to 80 nm. The periodic sub-micron scale pore struc-
tures of diatom frustules enable guided-mode reso-
nances (GMRs) at visible wavelengths, which are si-
milar to artificial photonic crystals [28, 29]. Next, we
will utilize these natural photonic crystals, diatom
biosilica, to enhance the SERS sensitivity for immu-
noassay sensing.

3.2 Experimental results of the SERS
immuno-sensing

Figure 3A shows the bright field optical image of a
typical diatom frustule with self-assembled Ag NPs.
To validate the enhanced SERS sensitivity by dia-
tom frustules when compared with glass substrates,
the SERS mapping image of 1 mM pure DTNB on
the diatom frustule as well as the surrounding glass
substrate is shown in Figure 3B. DTNB provides an
intense Raman peak at 1331 cm–1, which is assigned
to the symmetric stretch of the nitro group [30]. The
SERS mapping image was decoded using the inte-
grated peak intensity at 1320–1340 cm–1. Diatom
frustules showed much stronger SERS signals from
DTNB than glass slides did. The measurement con-
firms that 4× stronger Raman signals can be
achieved on diatom frustules as the SERS substrate.
Our previous theoretical and experimental study
have demonstrated that diatom frustules can be uti-
lized as an integration platform to enhance localized
SPR of self-assembled Ag NPs on the surface of dia-
tom frustules. The SERS enhancement introduced
by diatom frustules is attributed to the couplings be-
tween localized surface plasmons (LSPs) of Ag NPs
and the GMRs of diatom frustules [23].

The SEM image in Figure 4A verifies that Ag
NPs have been successfully self-assembled onto the
surfaces of diatom frustules. Figure 1 shows the pro-
cedure of our SERS immunoassay using the hybrid
plasmonic-biosilica. In this immunoassay, the anti-
body, goat-anti-mouse IgG, was immobilized onto
the surface of Ag NPs, then exposed to antigens, fol-
lowed by exposure to Au NPs functionalized by
DTNB and the antibody, which is similar to a stan-
dard ELISA protocol. The concentrations of the
complementary antigen, mouse IgG, vary from
10 μg/mL to 1 pg/mL. In order to test the immuno-
complex specificity, our immunoassay was also chal-
lenged by non-complementary human IgG at a
concentration of 10 μg/mL. As it is well known, the
antigen acts as an amplifier, and targets antibody-
conjugated Au NP aggregates. More mouse IgG mo-
lecules will capture a larger number of Au NP aggre-
gates conjugated with goat-anti mouse IgG. It is con-
firmed by the SEM images in Figure 4B and C. Fig-
ure 4B and C show a sparse and a dense distribution
of Au NP aggregates at an antigen concentration of
1.0 × 10–10 g/mL and 1.0 × 10–7 g/mL, respectively.
Denser distributions of DTNB-functionalized Au
NPs are expected to provide stronger SERS sig-
nals.

Figure 3 Bright-field image of a diatom frustule (A) and
Raman mapping image of free DTNB (B) on a single dia-
tom frustule.

Figure 4 SEM images of a diatom frustule with self-assembled Ag NPs (A), and the hybrid plasmonic-biosilica immunoassay
with mouse IgG at 1.0 × 10–10 g/mL (B) and 1.0 × 10–7 g/mL (C).
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The immunoassay sensing results of the antigens
are shown in Figure 5. Figure 5A shows the SERS
spectra of DTNB on diatom frustules with different
antigen concentrations. Each spectrum represents
the average measurement results of 20 randomly se-
lected spots on diatom frustules. The intensity of
the SERS signals of the DTNB-labeled immunoas-
say shows a strong correlation with the concentra-
tion of mouse IgG, which is consistent with the
SEM images of the densities of Au NPs in Figure
4B and C. For non-complementary antigen detection
(the black curve in Figure 5A), the immunoassay
that is challenged by 10 μg/mL human IgG exhibits
the lowest DTNB SERS signals. For complemen-
tary antigen detection, even at a low concentration
of 1 pg/mL mouse IgG, the SERS spectrum is still
much more prominent than that from 10 μg/mL
human IgG. Our experimental results prove that

our immunoassay has excellent detection specificity
and sensitivity.

A more quantitative analysis of our results is pre-
sented in Figure 5C. This curve was obtained by
plotting the most prominent Raman peak of DTNB
at 1331 cm–1 with respect to different mouse IgG
concentrations. The curve shows a nearly linear de-
pendence of the Raman signal intensity of DTNB at
1331 cm–1 vs. the log-scale concentrations of mouse
IgG from 100 pg/mL to 10 μg/mL. Below 100 pg/mL
mouse IgG concentration, the SERS signals gradu-
ally saturate and approach a constant level, which is
possibly due to the non-specific binding of the Au
NP aggregates to the immunoassay. For non-comple-
mentary detection, human IgG at 10 μg/mL shows
very low SERS intensity as indicated by the grey-
scale bar (average signal with standard deviation) in
Figure 5C. Therefore, the experimental results prove

Figure 5 SERS spectra, offset for clarity, acquired at mouse IgG concentration from 10 μg/mL to 1 pg/mL on diatoms frus-
tules (A) and on glass slides (B). Dose-response curves of the Raman peaks at 1331 cm–1 acquired from the SERS spectra
on diatom frustules (C) and glass slides (D). (Average SERS intensities and error bars of human IgG at 10 μg/mL on diatom
frustules and on glass slides were indicated as the solid lines and gray ribbon in (C) and (D), and the detection limit on
diatom frustules and on glass slides were indicated as the red line in (C) and (D)).
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that the hybrid plasmonic-biosilica immunoassay can
provide high selectivity to detect complementary
antigens at ultra-low concentration.

We also compared the SERS immunoassay on
conventional glass slides by collecting the SERS
spectra on the flat glass area surrounding the diatom
frustules of the same immunoassay, as shown in Fig-
ure 5B and D. The immune-sensing results on glass
substrates show much weaker SERS signals than on
diatom frustules. In addition, the SERS signals start
to saturate when the mouse IgG concentration drops
to 1 ng/mL. When the concentration of mouse IgG
decreases below 100 pg/mL, the Raman intensities
at 1331 cm–1 become completely constant and are
very close to the SERS signals from human IgG,
which makes it difficult to detect.

Mapping results of the Raman signals visualized
the selective recognition of the adsorbed antigens, as
shown in Figure 6. The significant enhancement of
the Raman signals for the detection of mouse IgG
on diatom frustules is clearly shown in the Raman
mapping images. In Figure 6B and E, the morphol-
ogy of the two diatom frustules can be identified
from the surrounding glass substrate even at a low
mouse IgG concentration of 1 pg/mL. With the in-
crease of the mouse IgG concentration in Figure 6C
and F, the mapped Raman signals become stronger.
The average intensity ratios of SERS signals from
diatom to that from flat glass slides in the mapping
images in Figure 6A, B, and C are 1.13, 1.63, and
2.49, respectively. Moreover, there are a few red pix-
els in the mapping image within the diatom frustule,
indicating ultra-strong “hot spots”. However in Fig-
ure 6A and D, we are not able to observe any en-
hanced Raman signal for the non-complementary
antigen from the diatom frustule. The Raman map-
ping images of the hybrid plasmonic-biosilica immu-
noassay agree very well with the previous SERS
spectra characterizations.

3.3 Discussion of the detection limit

The detection limit is determined by the nonspecific
adsorption of the labeled Au NP aggregates, and is
defined as the concentration of mouse IgG that gen-
erates signal intensity that is equal to the back-
ground signal plus three times of the standard devia-
tion of the background signals [11, 31]. In our study,
we used non-complementary antigen, human IgG, as
the nonspecific control, and the SERS signals from
10 μg/mL human IgG were used to define the back-
ground signals. According to the definition of detec-
tion limit, the threshold values of the SERS signals
on diatom frustules and flat glass substrates are 27.5
and 20.2 photon counts, respectively, as shown by
the red lines in Figure 5C and D (statistic informa-
tion of the SERS signals is provided in Table S1).
Therefore, the detection limits of mouse IgG on dia-
tom frustules and flat glass substrates are 10 pg/mL
and 1 ng/mL, respectively. The 100× improvement
of the detection limit on diatom frustules is attribu-
ted to two factors according to our quantitative mea-
surement results in Figure 5: First, the absolute in-
tensity of the SERS signals on diatom frustules is 2×
higher than that on flat glass substrates; Second, the
SERS signals on the glass substrates saturate to the
threshold value at around 1 ng/ML, while the SERS
signals on diatom frustules show positive correlation
with the mouse IgG concentration even at 1 pg/mL
level. More in-depth understanding of the mechan-
ism of the greatly enhanced sensitivity will be the
goal of our future research.

4. Conclusion

In summary, we have successfully demonstrated ul-
tra-sensitive SERS immunoassay biosensors using

Figure 6 Bright field optical
images and Raman mapping
images of the hybrid plasmonic-
biosilica immunoassay with human
IgG at 10 μg/mL (A, D), mouse
IgG at 1 pg/mL (B, E), and mouse
IgG at 10 pg/mL (C, F).
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nature-created photonic crystals – diatom biosilica
frustules. The experimental results proved that dia-
toms biosilica can achieve a detection limit down to
10 pg/mL, which is two orders of magnitude better
than flat glass substrates. In our immunoassay,
highly specific detection of the mouse IgG against
human IgG was achieved through surface functiona-
lization of the Ag NPs using goat anti-mouse IgG.
Moreover, we also mapped the Raman signals of
the immobilized diatom frustules, which showed a
strong correlation between the enhancement factors
and the morphologies of the diatom frustules. This
mapping method provides intuitive images of the
high detection sensitivity of the diatom frustules
and can effectively eliminate many random factors
that can affect the measurement of low concentra-
tion antigens. It is expected that the hybrid plasmo-
nic-biosilica nanostructured materials will create a
new route to develop ultra-sensitive and low-cost
immunoassay biosensors to replace rationally de-
signed optical sensors, which can play significant
roles to detect trace amount of cancer biomarkers
for early diagnosis.

Supporting Information

Additional supporting information may be found in
the online version of this article at the publisher’s web-
site: doi: http://dx.doi.org/10.1002/lpor.201400070.

Figure S1 UV-vis absorption spectra of Ag NPs.
Figure S2 Au NPs (black) and DTNB and anti-

body functionalized Au NPs (red).
Figure S3 Fluorescence images of (A) immunoas-

say before mouse IgG immobilization, (B) fully de-
veloped immunoassay after FITC-labeled mouse
IgG immobilization.

Table S1 Statistic results of the Raman signal in-
tensity (unit: photon counts) at 1331 cm–1 in Figure
5C–D for low antigen concentrations.
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